[Analysis of frequency-contrast characteristics of digital X-ray image detectors].
The effect of various computing procedures on the results of estimation of parameters used for MTF calculation is analyzed. Experimentally evaluated modulation transfer functions of some types of digital X-ray image detectors are presented.